Clinical experience with the REDY dialysis system.
363 dialysis runs with the REDY sorbent dialysis system have been carried out in 3 patients with acute uraemia, and 14 with chronic uraemia, during a period of 19 months. Nine of the patients with chronic uraemia received from 15 to 87 dialyses, and 6 patients were treated at home. It is concluded that both clinical, biochemical, and rehabilitational results are comparable to those obtained by treatment with conventional techniques. Technical problems have been few and surmountable.